IV Probe Station

Manager: Phil Infante
Backup: Aaron Windsor

Work Phone: 254-4926
254-4831

Calls to staff phones will be automatically forwarded to their cell phones during accessible hours. At other times leave a message or send them an email.

Safety
- The IV station measurement chuck can be heated to 300°C, please be aware of the chuck temp before use.
- The system meters can generate 110 V and 100mA of output potential/current.
- No other unusual hazards associated with the tool.

Process Restrictions
Material Restrictions
- None

Parameter Restrictions
- None

Scheduling / Sign-up Restrictions
- None

Requirements (Do Every Time)
- None

Prohibitions (Never Do)
- None

Common Problems

Problem: 
Root Cause: 
Solution: 

Other Comments or Cautions