VCA Optima Contact Angle

Manager: Dan Woodie
Backup: Jerry Drumheller

Safety
- No unusual hazards during operation

Process Restrictions
Material Restrictions
- None

Parameter Restrictions
- None

Scheduling / Sign-up Restrictions
- None

Requirements (Do Every Time)
- Empty syringe when you are done

Prohibitions (Never Do)
- None

Common Problems

<table>
<thead>
<tr>
<th>Problem:</th>
<th>Root Cause:</th>
<th>Solution:</th>
</tr>
</thead>
<tbody>
<tr>
<td>- System won't respond to software</td>
<td>- VCA power turned on after the software was started</td>
<td>- Exit software, turn on VCA Optima, then start software</td>
</tr>
</tbody>
</table>

Other Comments or Cautions

Calls to staff phones will be automatically forwarded to their cell phones during accessible hours. At other times leave a message or send them an email.

Printed: 5/12/2010